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Every operation could have a fire emergency, especially in the case of a tracheostomy. When a flammable gas meets 
a source of heat, the danger of fire is remarkable. A tracheal tube filled with a high concentration of oxygen is also a 
great risk factor for fire. Intra-tracheal tube fire is a rare, yet critical emergency with catastrophic consequences. Thus, 
numerous precautions are taken during a tracheostomy like, use of a special tube to prevent laser damage, ballooning 
of the tube with normal saline instead of air, and dilution of Fi0 2 with helium or nitrogen. Since the first recorded 
cases on tube fires, most of the fires were initiated in the balloon and the tip. In the present case report, however, we 
came across a fire incidence, which originated from the wire. (Korean J Anesthesiol 2012; 63: 157-160) 
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In the case of certain operations, especially in tracheostomies 
and in the oral region, there could be an occasional risk of fire 
[1]. When flammable gas leaks and comes into contact with a 
heat source, the risk of fire becomes very large; and not only 
the gas itself, but also the entire tube and presence of high 
concentration of oxygen can further increase the risk of fire [2,3]. 

Intra-tracheal tube fire is a rare, yet critical emergency with 
catastrophic consequences. Since it mostly occurs in operations 
near the trachea, many efforts have been carried out to prevent 
such situations. A few examples are using special blocked tubes 
in laser surgery, filling the tubes with normal saline instead 
of air, diluting the Fi0 2 with helium or nitrogen, or leaking a 
certain amount of nitrogen around the endotracheal tube [4] . 
However, in a tracheostomy, reinforced tubes or tubes already 



in possession are employed. In addition, even in specifically 
produced tubes for lasers, the balloon can be directly exposed 
to the laser or heat source. Most of the cases until now had fires 
initiating in the balloon or in the tip of the tube [2,3]. However, 
in the present case report, we are reporting an incidence of fire, 
which initiated in an area where the reinforced wire was wound 
around the end of the balloon. 

Case Report 

A 54-year-old male patient with a height of 170 cm and 
weight of 77 kg visited a private hospital due to a headache and 
weakness in left muscle that started the day before his hospital 
visit. During the examination, the patient showed decreased 
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consciousness, and internal hemorrhaging in the cerebral 
ventricle was observed in the CT scan, hence he was transferred 
to our hospital. When he arrived at the emergency room, the 
patient was semi-conscious and had difficulty in breathing, and 
his Glassgow coma scale (GCS) showed severe head trauma 
with a total score of 8 or lower. The head CT scan revealed 
worsened stage of hemorrhage in the cerebral ventricle, so he 
was immediately intubated and transferred to the ICU. 

A day after entering the ICU, the hemorrhaging in the 
patient was still worsened according to the CT scan and he 
was in a semi-comatose state; therefore, an extra ventricular 
drainage (EVD) was done to decrease the pressure in the brain 
and hematoma aspiration was also carried out. In addition, 
an emergency tracheostomy was done at the same time since 
long term mechanical ventilation was expected. There were no 
premedications given to the patient. Preoperative vitals were 
a blood pressure of 150/80 mmHg, a heart rate of 100/min, a 
respiration rate of 24/min, a body temperature of 38°C, and 
a Sp0 2 of 97%. After administering 0.2 mg of glycopyrrolate, 
anesthesia was induced with 125 mg of thiopental sodium. After 
complete loss of consciousness, muscle relaxation was achieved 
with 8 mg of vecuronium. Alfentanil at a concentration of 1.0 
mg was administered to minimize hemodynamic changes 
when replacing the tube and at the same time anesthesia 
was maintained with 0 2 supply of 1 L/ min, air supply of 2 L/ 
min, and 2.0 vol% of sevoflurane. Considering the difficulty 
in maintaining airway characteristics in head surgery, the 
previously intubated polyvinylchloride (PVC) plain tube was 
replaced with a reinforced tube. The patient's vitals immediately 
after intubation were blood pressure of 130/70 mmHg, a heart 
rate of 95/min, and a Sp0 2 of 98%. Starting from the EVD, the 
operation proceeded smoothly and the tracheostomy was 
done in 2 hours and 30 minutes. Ten minutes after starting 
the tracheostomy, the Fi0 2 increased to 1.0. While adjusting 
for bleeding around the tracheal cartilage with monopolar 
coagulation before inserting the tracheostomy tube, a fire of 
about 15 cm in size suddenly started perpendicular to the 
direction of the trachea. The supply of sevoflurane and 100% 0 2 
was immediately stopped after the initiation of fire and manual 
ventilation was done at a Fi0 2 of 0.2. Normal saline was used to 
extinguish the fire and soon the condition was brought under 
control. The endotracheal tube (reinforced tube) was taken 
out, tracheostomy tube was intubated to maintain manual 
ventilation, and Sp0 2 was again increased to 98%. Vitals before 
and after the tracheostomy were stable except for the temporary 
decrease in Sp0 2 . The condition of the tube after extubation 
was as follows: the part directly above the cuff had holes due to 
melting from the heat; the coil inside the tube had melted, and 
there was overall charring (Fig. 1). The operation was completed 
without occurrence of any further incident, and since the 




Fig. 1. The burnt wire -reinforced endotracheal tube and the ignition 
point (arrow). 



patient was still in a semi-coma state, he was transferred to the 
ICU while maintaining bag ventilation through the tracheos- 
tomy tube. In the ABGA conducted directly after being trans- 
ferred to the ICU, the pH was 7.406; the pC0 2 was 33.6 mmHg; 
the p0 2 was 121 mmHg; the HC0 3 was 20.7 mmHg, and oxygen 
saturation was 97.8%. There were no observable changes in the 
chest x-rays both, before and after the operation (Fig. 2) and 
no irregularities were observed in the bronchial endoscopy. 
The patient showed no improvement in consciousness during 
continuous mechanical ventilation; therefore, 5 days after the 
surgery, the patient was transferred to another hospital as per 
the wishes of the guardian. There were no irregularities in the 
chest x-ray images and clinical symptoms after being monitored 
for 4 months post-surgery (Fig. 2). 

Discussion 

Intra-tracheal tube fire is rare and yet a critical emergency 
that can cause fatal complications. Despite numerous studies 
on the cause and prevention of fire, there have been upcoming 
reports from time to time including this recent occurrence. Of 
course, when a fire occurs, the type of operation and the cause 
for the fire are different. It can occur during operations using 
lasers, in tracheostomies, and there exists reported incidents for 
double-lumen tubes [5]. 

The three important factors that contribute to the occurrence 
of intra-tracheal fires are oxygen, fuel, and heat. The high 
concentration of oxygen is the main cause of fire [6], but there 
are reports of fires occurring at 50% oxygen concentrations and 
can even occur in 25% oxygen environments, which is similar 
to the atmosphere [4]. Therefore, caution is needed especially 
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Fig. 2. (A) Preoperative, (B) Postoperative, and (C) Follow up chest X-rays reveal unremarkable findings. 



in tracheostomy since 100% highly concentrated oxygen is 
typically used, which is characteristic of the operation. For 
fuel, the intra-tracheal tube itself is the problem since tubes 
generally consist of PVC material. In tracheostomy, the risk of 
fire is increased since fire-resistant tubes are not used, unlike 
in other laser operations. Our present case also employed a 
reinforced tube, since tracheostomy was done after the neuro- 
surgery, which is believed to be one of the reasons for the fire. 
Electrocautery is one of the possible heat sources. There are 
reports of heat occurring in all modes of cutting, coagulation, 
and blending [4]. Therefore, when doing a tracheostomy, the 
use of electrocautery is minimized or a bipolar is used, but 
the bipolar can also cause sparks while coming into contact 
with tissue; so it cannot be considered as a completely safe 
alternative. Our case also considered these points and tried 
to minimize the use of electrocautery during the operation. 
However, it is believed that the reinforced wire was exposed 
due to damage to the tube cover during the process of cutting 
into the mesh. There was immediate occurrence of hemorrhage 
before inserting the tube, and while urgently trying to control 
the bleeding, the electrocautery and reinforced wire are 
believed to have reacted to initiate the fire. 

Although there are a number of reports on intra-tracheal 
tube fires and numerous reports on the review, prevention, and 
countermeasures of tube fires, currently there are no accurate 
protocols established regarding this situation. However, when 
similar cases and reports are put together, there are some 
common suggestions and advice, which can be organized as 
follows [2,4,7]: 1) Use a tube of sufficient length so the tip of 
the tube can reach directly above the carina to minimize the 
possibility of damaging the balloon during tracheostomy, 2) 



avoid using flammable gases for anesthesia, 3) fill the balloon 
with normal saline, 4) maintain the safest minimum level of Fi0 2 
when using nitrous oxide or helium, 5) remove the by-products 
of the electrocautery (smoke, burnt tissue) through a sufficient 
amount of suction before performing the tracheostomy, 6) insert 
the tube deeply before the tracheostomy, 7) the surrounding 
area needs to have sufficient hemostasis before proceeding and 
avoid using electrocautery for the tracheostomy, and 8) when 
there is hemorrhage after a tracheostomy, carry out ligature of 
the hemorrhage with the tube and cuff in place, or use bipolar 
electrocautery. 

There are also reports, which state that PEEP ventilation can 
decrease the risk of fire [8]. Whereas, Rhee et al. [9] reported 
that by filling the balloon with normal saline and mucous 
lidocaine, tube fires can be prevented that can occur in laser 
operations as well as maintain the shape of the balloon and 
ventilation when there are punctures in the air balloon due to 
fire and other incidents. Additionally, maintaining the aridness 
of the operating room to prevent fires and preparing containers 
and ambu bags with normal saline in case of fire emergencies 
are also considered as important factors. 

The above-mentioned methods may prevent fire emergencies, 
but necessary countermeasures to combat the occurrence 
of fire must also be devised. The anesthesiologist needs to 
first check the state of the patient, quickly separate the pipe 
streaming anesthetic gas from the tube, and attempt ventilation 
with atmospheric air. At the same time, there needs to be 
cooperation amongst the surgeons to extinguish the fire. 

Dealing with a tube that has been on fire is another part 
that should not be ignored. There is controversy regarding 
immediate extubation after the incidence of a tube fire. In the 
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past, immediate extubation was recommended considering 
the chemical risks due to the evolution of toxic substances from 
the burnt tube and the damage to the trachea [10]. However, 
Chee and Benumof [11] argue that immediate extubation is 
not always the best option, considering that the damage from 
the fire is minimal in most of the cases of fire reported until 
now; most of the patients undergoing tracheostomies have 
difficulties in maintaining their airways due to edema, which 
is the leading cause of morbidity and the increase in the death 
rate in accidents involving anesthesia is hypoventilation and 
hypoxia. In our case, immediate extubation and intubation 
of the endotracheal tube were done, but in post-operative 
examinations, there were no problems with the trachea itself 
and there was no chemical damage. It is most important to 
consider the risk benefit on a case-by-case basis rather than 
setting a general rule regarding the timing of the extubation. 

In conclusion, it is important in tracheostomies to under- 
stand that though occurrence of fires are rare, they are still 
possible along with other risk factors and the surgeons must be 
attentive in terms of preventing the occurrence of fires. Caution 
needs to be taken, since tube fires can occur in unexpected 
areas such as the reinforced wire in our case. In addition, 
when a tube fire does occur, it is very important to minimize 
additional damage or burns in the respiratory tract through 
appropriate and fast responses, and to determine a suitable 
time for extubation according to the specific situation. 

Acknowledgments 

This work was supported by Chungbuk National University 
Grant in 2010. 



References 

1. Lin IH, Hwang CF, Kao YF, Chang KA, Peng JP. Tracheostomal fire 
during an elective tracheostomy. Chang Gung Med J 2005; 28: 186- 
90. 

2. Tykocinski M, Thomson P, Hooper R. Airway fire during tracheo- 
tomy. ANZ J Surg 2006; 76: 195-7. 

3. Simpson JI, Wolf GL. Endotracheal tube fire ignited by pharyngeal 
electrocautery. Anesthesiology 1986; 65: 76-7. 

4. Rogers ML, Nickalls RW ; Brackenbury ET, Salama FD, Beattie MG, 
Perks AG. Airway fire during tracheostomy: prevention strategies 
for surgeons and anaesthetists. Ann R Coll Surg Engl 2001; 83: 376- 
80. 

5. Marsh B, Riley RH. Double-lumen tube fire during tracheostomy. 
Anesthesiology 1992; 76: 480-1. 

6. Singla AK, Campagna JA ; Wright CD, Sandberg WS. Surgical field 
fire during a repair of bronchoesophageal fistula. Anesth Analg 
2005; 100: 1062-4. 

7. DeMaria S Jr, Schwartz AD, Narine V, Yang S, Levine AI. Manage- 
ment of intraoperative airway fire. Simul Healthc 2011; 6: 360-3. 

8. Pashayan AG, SanGiovanni C, Davis LE. Positive end- expiratory 
pressure lowers the risk of laser- induced polyvinylchloride tracheal- 
tube fires. Anesthesiology 1993; 79: 83-7. 

9. Rhee KY, Yoon HJ, Bank JH, Lee SC, Kim CS, Ham BM, et al. Effect 
of saline-filled or viscous lidocaine-nlled cuff on the laser-induced 
polyvinyl chloride endotracheal tube fires and tidal volume. Korean 
J Anesthesiol 1999; 36: 293-7. 

10. Schramm VL Jr, Mattox DE, Stool SE. Acute management of laser- 
ignited intratracheal explosion. Laryngoscope 1981; 91: 1417-26. 

11. Chee WK. Benumof JL. Airway fire during tracheostomy: extubation 
maybe contraindicated. Anesthesiology 1998; 89: 1576-8. 



Kja eo 



www.ekja.org 



